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Summary
Background: Short, rough-surfaced palatal implants are an established and reliable anchor for
orthodontic treatment. Until recently, removal was only possible surgically using a hollow cylinder
trephine. This standard method retrieves the implant combined with a larger bone volume and is
therefore considered invasive and has known complications. Lately, an explantation tool which
allows a sufficient force application to break the bone-implant-connection and unscrew the palatal
implant was developed and, since its introduction, has been used as the method of choice in
several orthodontic offices.
Objectives: The aim of this study was to assess the complications caused by removing roughsurfaced palatal implants simply by unscrewing them with an explantation tool in contrast to
standard protocol by surgical removal with a trephine.
Material and methods: The removal of 73 palatal implants using a customized explantation tool
has been evaluated retrospectively and was compared to an existing sample of 44 conventional
surgical explantations.
Results: The new clinical procedure resulted in successful removal of 71 (97.3 per cent) palatal
implants. In two cases, the new method failed but removal with the established surgical method
was still possible with no further complications. The non-invasive palatal implant removal with a
customized explantation tool had less medical complications compared to an existing sample of
surgical explantations.
Conclusions: User’s opinion was that the new method is more easily executed, less invasive, and
also applicable without local anaesthesia. Therefore, it is considered to be beneficial for patients
and the treatment approach of choice. However, further research is needed for verification.

Introduction
In orthodontic treatment, reliable anchorage is required in various
treatment approaches to achieve a satisfactory result. Traditionally,
the most common appliance for anchorage was a headgear which is
predominantly dependent on patient cooperation (1, 2). More than
a decade ago, temporary anchorage devices (TAD) were introduced
(3–8). TADs offer reliable and predictable skeletal anchorage for

orthodontic treatment, independent of patient cooperation, and are
well accepted by patients (9). Comparing different TADs, it has been
shown that rough-surfaced palatal implants and miniplates have a
statistical significantly higher survival rate than miniscrews (10).
However, this might partially be influenced by the location, as recent
studies showed an excellent survival rate for miniscrews placed in
the palate (11).
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Palatal implants might be positioned in the midsagittal of the
hard palate (3, 12–14) or at a paramedian location (15, 16). For
paramedian palatal implants, a 4.8 per cent risk of failure was found
which took place during the healing period. No palatal implant was
lost under orthodontic loading (17). In a different study, a failure
rate of 6.7 per cent during the healing period was described for the
midsagittal location (18). A survival rate of 92 per cent was shown
for palatal implants placed midsagittally used for orthodontic treatment (19). Another study described a success rate of 91 per cent
independent of median or paramedian placement site (20).
Until recently, one of the disadvantages of rough-surfaced palatal
implants was the invasive surgical removal by trephine after treatment (3, 4, 21). The hollow cylinder of the trephine has a larger
diameter than the implant itself (Figures 1 and 2). Besides causing
a larger wound through explantation, the procedure is accompanied by risks of disturbed wound healing, perforation of nasal floor,
injury of the nasopalatal nerve or the roots of neighbouring teeth,
devitalization of incisors, secondary bleeding, and implant fracture.
Furthermore, the water-cooling of the trephine hardly reaches the
tip of the explantation bur, possibly leading to overheating or osteonecrosis of bone. To avoid this invasive procedure, it was suggested
that the palatal implant be left permanently in the bone (22). Neither
surgical explantation nor leaving the implant permanently in place is
a satisfactory solution (23).

Figure 1. Conventional surgical method of explantation; left: Orthosystem
palatal implant with a 4 mm rough surface and a smooth neck; middle:
conduct-cylinder which is mounted on top of the implant to guide the
trephine parallel to the implant while drilling; right: trephine hollow cylinder.
After drilling down along the implant with the trephine, the implant’s bottom
side is still firmly attached to the bone and a strong force with an extraction
plier is needed for the final removal of the implant.

It has been shown that osseointegrated micro-implants of a different type (Exacta MS) might be removed at the end of treatment
by simple atraumatic unscrewing (23). The desire to be able to do
the same for the more widely used second-generation Orthosystem
palatal implant (Institute Straumann AG, Basel, Switzerland) arose.
Therefore, to simplify the explantation process and reduce complications, one of the authors (MPH) developed an explantation tool to
unscrew palatal implants. The tool precisely grasps the 1 mm high
triangular abutment connection of the implant, allowing sufficient
force application to unscrew the palatal implant without primary
drilling.
The aim of this study was to assess retrospectively the advantages
and disadvantages of removing rough-surfaced palatal implants simply by unscrewing them with an explantation tool in contrast to
standard protocol by surgical removal with a trephine (3–5, 21).

Material and methods
Selection of the sample
The retrospectively evaluated data for this study were derived from
73 patients (44 female, 29 male; mean age at the time of explantation: 23.8 years; range: 12.0–57.2; SD ± 11.9 years) from two private
practices in Switzerland (MPH, Basel, n = 32; PG, Bern, n = 26) and
from the Clinic of Orthodontics and Paediatric Dentistry, Centre of
Dental Medicine, University of Zurich, Zurich, Switzerland (n = 15).
All patients previously received a second-generation Orthosystem
palatal implant as an anchorage device for their orthodontic treatment. The palatal implants were made of pure titanium and had a
diameter of 4.1 mm, an endosteal part with SLA (sandblasted with
large grits of 0.25–0.5 mm and acid etched with HCl/H2SO4) surface
of 4.2 mm length, a smooth neck of 1.8 mm height, and an almost triangular-shaped abutment connection of 1 mm height (Orthosystem;
Institute Straumann AG). After treatment was finished, the implants
had to be removed. Since the introduction of the explantation tool
in 2013, all three involved clinics only removed the palatal implants
with the explantation tool. Therefore, from the moment the tool was
available all patients of the three named clinics who needed removal
of an osseointegrated palatal implant were included.
As the surgical removal by trephine was subjectively considered
to be more invasive and bore a higher risk of complications, it is no
longer considered as the procedure of choice and is only indicated
in specific clinical situations. Therefore, a randomized clinical trial
was considered problematic for an ethical approval in Switzerland
and consequently no current control group was available. Instead, a
group of 44 patients with surgical explantations in the time period
1999–2010 from a previous study (21) was used for comparison.
Those patients were all treated at the Clinic of Orthodontics and
Paediatric Dentistry, Centre of Dental Medicine, University of
Zurich, Zurich, Switzerland. In this earlier study, the surgical explantations were performed with a 5.5 mm trephine drill and a guiding
cylinder, local anaesthesia was used in all 44 surgical explantations.

Removal procedure with the customized
explantation tool

Figure 2. Palatal implant within the hollow cylinder at the end of drilling with
the conventional surgical method. Note that a larger bone volume has to be
removed and that external cooling by water is very limited.
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The following material was used in order to unscrew an Orthosystem
palatal implant: explantation tool (Bussmann Orthodontie-Labor
AG, Luzern, Switzerland), ratchet (Art. No. 046.119, Institute
Straumann, Basel, Switzerland), SCS (Screw Carrying System) screw
driver length 27 mm (Art. No. 046.402, Institute Straumann), and
occlusal screw (Bussmann Orthodontie-Labor AG) made of hardened steel, length 4.4 mm (Figures 3 and 4).
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Data collection
The data of 73 consecutive patients was collected from two private practices in Switzerland (MPH and PG) and from the Clinic of
Orthodontics and Paediatric Dentistry, Centre of Dental Medicine,
University of Zurich, Zurich, Switzerland. The investigator received
all data irreversibly anonymized and randomized.

Statistical method
For statistical analysis, the Statistical Package for the Social Sciences
(SPSS) version 22 for Windows was used (IBM Corporation,
Armonk, New York, USA). Discrete variables were evaluated by chisquare tests (Pearson chi-square test or Fisher’s Exact Test). The level
of statistical significance was set at P <0.05.

Results

Figure 3. Custom made explantation tool. The tool precisely grasps the
1 mm high triangular abutment connection of the implant and represents the
negative form of the implant’s head. The tool contains a passage for vertical
fixation with an occlusal screw on the implant. Force can be applied to the
explantation tool by a ratchet that fits on the top.

Figure 4. Custom made explantation tool mounted on the palatal implant
with ratchet in position. Above: screwdriver and fixation screw ready to be
inserted through the hollow passage.

Subjective experience reported by patients showed that the
procedure is possible without local anaesthesia as patients feel
only momentary pressure during the initial loosening. This was
not entirely unexpected as the removal of miniscrews is also performed without local anaesthesia because bone has no innervation.
However, this has not been confirmed by a VAS (visual analogue
scale) as there was no direct comparison possible to a control group
with surgical removal. Nonetheless, local anaesthesia obviously still
is recommended for implants that are covered by gingiva.
The explantation tool is placed on the 1 mm high triangular abutment connection of the implant and secured by an occlusal screw
made of hardened steel, similar to the fixation of a normal abutment.
Only after a tight and gapless fit has been ensured, the ratchet is
installed on the explantation tool. The ratchet is slightly tilted in all
directions for some preloosening and then the implant is unscrewed
by turning the ratchet counter-clockwise (24).
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The explantation of 73 (29 male and 44 female) successfully osseointegrated palatal implants was assessed. The average interval between
implantation and explantation was 2.7 years (range: 0.9–6.4; SD ±
1.2 years). In some cases, the interval was very long since the implant
was left in place even though the intended orthodontic treatment
was long finished but patients were hesitant about the surgical intervention. A total of 27 palatal implants had been used for active tooth
movement, 44 for passive anchorage of teeth, and 2 had not been
loaded due to change of treatment plan. Totally, 36 (49.3 per cent)
explantations were performed without any anaesthesia, 13 (17.8
per cent) with topical anaesthesia, and 24 (32.9 per cent) with local
anaesthesia.
Implant removal with the new non-invasive method was completely successful in 70 (95.9 per cent) patients. Three cases (4.1
per cent) showed minor complications: in one case, an opening of
the nasal floor due to a deeply inserted implant in a particularly
thin palatal bone was detected. Nevertheless, this explantation was
considered successful and the opening of the nasal floor seemed
unavoidable. In another case, there was an overloading of the
implant head due to accidental clockwise turning instead of counter-clockwise rotation. Another complication was a fracture of the
almost triangular-shaped abutment connection (1 mm) of the palatal implant, leaving the remaining part of the implant still in situ.
Since the implant body was unharmed, subsequent removal with
the traditional method by trephine was still possible without problems. A comparison of the 44 surgical removals and the 73 noninvasive explantations is given in Table 1. For statistical analysis,
the observed complications were divided into two groups of either
medical or technical complications. Significantly less medical complications were found for the non-invasive removal compared to the
surgical removal (χ2 = 5.656, P = 0.018). No significant differences
were found for technical complications (χ2 = 0.281, P = 0.596).

Discussion
After an initial healing period, rough-surfaced palatal implants have
proven to be extremely reliable during passive or active orthodontic
force application (17, 19). This is not unexpected, as they are basically just a smaller version of typical prosthetic implants, which are
commonly used in general dentistry. Even short prosthetic implants
are able to successfully withstand very high intermitted biting forces
for more than a decade (25). Although the rough surface of palatal
implants is unquestionably responsible for its greatest advantage,
which is the ability to withstand high forces and its high success
rate, it is also responsible for the greatest disadvantage: complicating
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Table 1. Complications associated with surgical and non-invasive
explantation.

n (male/female)
Mean age
Technical complications
Fracture of implant body
Breakage of abutment connection
Medical complications
Oro-antral communication
Disturbed wound healing
Secondary bleeding
Total

Surgical
explantation

Non-invasive
explantation

44 (9/35)
22.8 years

73 (29/44)
23.8 years

2.3%
—

—
2.7%

2.3%
6.8%
2.3%
13.6%

1.4%
—
—
4.1%

implant removal after an orthodontic treatment. Clinicians trying
to remove such a short palatal implant for the first time might be
surprised by the force necessary. Therefore, conventional surgical removal after local anaesthesia with a hollow cylinder trephine
and subsequent extraction with a plier is quite difficult and requires
much more force than could be expected. In addition to the difficulty
of the surgical task, a variety of complications are known with this
invasive removal method, partly because of insufficient water-cooling of the hollow cylinder and partly because of the adjacent bone
volume that has to be removed (Figure 2).
In an existing sample of 44 surgical explantations conducted
at the Clinic of Orthodontics and Paediatric Dentistry, Centre of
Dental Medicine, University of Zurich, Zurich, Switzerland, the
following complications were found: disturbed wound healing: 3
(6.8 per cent), perforation of nasal floor: 1 (2.3 per cent), secondary
bleeding: 1 (2.3 per cent), and fracture of implant: 1 (2.3 per cent)
(21). Damage to the nerve-vessel thread of an upper incisor leading to grey tooth discoloration and temporary reduced sensibility as
well as permanent sensory loss of the anterior palatal region have
been reported (26, 21). Furthermore, damage to the roots of upper
incisors and tooth devitalisation caused by surgical explantation has
been described (27). Also perforation of the nasal cavity is a known
risk during surgical explantation (21).
This new method with a customized explantation tool had significantly less medical complications (Table 1). Specifically, there were
no cases with disturbed wound healing or secondary bleeding. This
is most likely due to the fact that no larger wound is created and
the tissue does not overheat during the removal procedure. This is
illustrated by the observation that the surfaces of the explanted palatal implants are not covered with bone, except in their apical antirotational notches (Figure 5). Subjectively, all three operators (MPH,
PG, and MS) had the impression that the new explantation method
was technically easier and better tolerated by patients. Contributing
factors could be that the surgical removal by trephine is very loud
for patients and a local anaesthesia is mandatory. The non-invasive
palatal implant removal seems to generate much less noise and pain.
With this method it was even possible to remove the palatal implants
completely without any anaesthesia or just with topical anaesthesia.
Nevertheless, local anaesthesia was used in 24 cases. This was
partly because in the first couple of cases, no one had thought that
local anaesthesia might not be needed. On the other hand, local
anaesthesia was also used in situations where the implant was very
deeply inserted. A third reason for local anaesthesia was in cases
were gingiva covered the implant, particularly in those cases in which
the implant was left for a longer time after treatment was finished
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Figure 5. Palatal implant directly after removal with the new method. Note
that barely any bone remained on the implant except in the apical antirotational notches.

and no abutment was mounted to cover the implant. Generally, it is
safe to say that under normal circumstances, no local anaesthesia is
necessary for the explantation but for anxious or sensitive patients,
topical anaesthesia is recommended and might be beneficial.
Of the three reported complications with the new removal
method, two can easily be explained. One was due to operator failure (unintentional rotation in wrong direction) and one was due to a
pre-existing perforation of the nasal floor by the implant, resulting in
an oro-antral communication after removal. The only incident that
was not clearly comprehensible was a case where the top triangular
part (1 mm) of the implant came off, leaving the rest of the implant
still in place. The reasons for this breakage could be 1. insufficient
placement of the removal tool, 2. not enough preloosening, concentrating all the force on the abutment connection, 3. denser bone
with a higher removal torque value, and 4. material weakness of
the implant. However, as only the top 1 mm part of the implant was
separated, subsequent removal with the traditional method by trephine was still possible without problems. In no case was a fracture
of the endosteal implant part detected.
Our findings are supported by a similar study for Exacta MS
osseointegrated palatal implants which showed that a non-invasive
implant removal by unscrewing with a special implant key is easy
and atraumatic with no complications during the particular procedure or the subsequent healing period (23). Generally, the above
mentioned way of explantation is considered to have the following advantages: easier practicability, less invasive, less painful, fewer
medical complications, and faster healing due to a smaller bone
defect. However, the non-invasive implant removal is slightly technique-sensitive and requires some experience. A secure position of
the removal tool is mandatory and it is recommended to not just
unscrew the implant directly in counter-clockwise rotation, but to
do some preloosening first.

Conclusion
The non-invasive palatal implant removal with a customized explantation tool yielded less medical complications compared to an existing sample of surgical explantations. User’s opinion was that the new
method is more easily executed, less invasive, and also applicable
without local anaesthesia. Therefore, it is considered to be beneficial
for patients and the treatment approach of choice. However, further
research is needed to verify this.
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